[Modifications to a closed circle anesthetic machine for use with dogs and cats having a body mass of less than 10 kg].
Two modifications are described whereby a closed circle anaesthetic system is converted to a semi-closed anaesthetic system for use in dogs and cats of less than 10 kg body mass.